MISSOUR! DEPARTMENT QF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCEFREGE’ VED

Coinplete this report in duplicate at the time of the regutar monthly preventaﬂLBy : Caro’ Day atB 03P G De
Send copy to Department of Health and Senlor Services; retain ordginal in department file,

ALCO SENSOR IVEN PRINTER 8N DATE OF INSPECTION
030791 84.9324.152 12/01/2015

LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION
Hazelwood Paolice Department BAT Van 11:50 am

CHECKLIST: Place a mark In the box by each item if found o be salisfacioty or if oparating within established limits. (Write in observed val-
ues where determined.) Unmarked Rems must be corrected belore using Instrument,

m DIGITAL READQUT {ALL ELEMENTS OPERATIONAL)

K] TEMPERATURE OF ALCO SENSOR {10°C - 40°C)

m PRINTER WORKING PROPERLY

@ TIME AND DATE DISPLAYING PROPERALY
BREATH ALCOHOL ACCURACY STANDARDS

/] SIMULATOR SOLUTION L] COMPRESSED ETHANOL-GAS MIXTURE

K1 stanDARD suppLiER Guth Laboralories LOT # 14220 __exp. pate 09/24/2016

SIMULATOR TEMPERATURE (34°C £ 0.2°C) __34.0  SIMULATOR SN ___SD2742  gIMULATOR EXP DATE 11/09/2018

@ CALIBRATION CHECYK - (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)
Run three lests using a standard solutlon, Al three tests must be within 25% of the standard vatue and must have a spread of .005 or
less. Check the box corresponding o the standard solution being used. (PRINTOUT ATTACHED)
/1 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
|| 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INGLUSIVE
[ ] 0.040°% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= (o7 TEST2% (099 TEST3 % (o8

1 RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING BANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

ReFusats O 04 O (0509 O (10199 O (15-19) 0 (Over.1gy O
List any new parls and describe any alleration or modification that was made 1o restore the instrument 1o operate satisfactorily and within
eslablished fimits (use other slde H necessary).

Simulator solution: bottle #8086, No alterations or modifications made.

SIGHATURE PRINT NANE
’ "’/lw zw\_f%j*mwm 52 Norman D. Mars, |1
TYPE i FERME KUMBERVEXPIRATION DATE ' TELEPHONE NUMAER
250243, 1110612017 {314) 838-5000

Return completed report to the: Breath Alcohol ﬁ}ogram, MO Deparlment of Health and Senlor Services, Southeast District Office
2875 James Boulevard
Poptar Blulf, MO 63901

MO 560-1351 {10} AN TQUAL GPPOTTLNTYAFFIRMATIVE AGTOH EReLOvRa LAS- 114
e prindded on & nondsrmmina ey basks




CERTIVICATE OF ANALYSES

Ceviifiod Alcohol Refsrence Solubion for Simulater

Random Samples of Lot Mumber 14278 of
Ateohol Reference Solution for Simulater were analyzed by
ans  clvomatopraphy on Septessher 28, 2694, using o Perkin Bhaer G
Clomatopraph. Autosystem AL 8/ 6TONS030209, and found  to contaln
0.1709% (wivol} cihyl aleohol. The expiration date for this ot

awmbor 1y Sepiewber 24, 3016wt 1159 PM.

When used in o calibrated Simudator, operatiog ut
J4000 4 200, thiy solution will give a breath aleohol

aalysds instroment reading of 8108 /2101, /- 3%,

T he aleobel und water used in this soluiion waere

Free of foest inferfering substances.

Ted L. DPaujuy, Presidedt
GUTH LABORATORIES, INC.

MIST Frascabilioy:

Testing woy veadueted using Ceritliont Refercnce Standard for spuather ENRRSII whose
values are tracealile 10 FIST.

Al bolances are ealibrated anawally by as omzide agewcy wilupg NIST traceabls woights,
Calibration verification ks done prior fo cavh nse wtilizlag NIST traveable weighis,




CA=9—y ‘Gpeose Lr~2_,, {encocE Li-9-y ‘Eprase

¢
Lt~ G~  LHTOST TWATTD

A ™ 1 |
{ .llﬂmm\ —

14 .n u.UU..e._H

R T LI T pE e
Sg < LFE> Ml L2 T8 DT

£ TSP L >
A .mja,mu,u@ Aana.dw\ . ;z OM/M Muhlm m-.\@w\q CJ“S.\OQ mw.lﬂ Z.Gj n\ﬁ.ﬂSr J
B Ld<< AL 0_< 7] SSUEH J403E iEdy NI CAUEN D3 e SIS 4 YR LB

) _H T H _.]Srh_z“ A0 e .M.m..uu_u w M \Qu“q Gn\ M

. T D G I YR gre
o Ly -
=N YY) e 0 LIpNo W

= (A P - s
WEN D8O . AuEN Yoacqns USR] JIEC NS

D .

SR R
.“mﬁx..ﬁ ) FRE .ﬂ.,m:: T.ﬁw}.w Mn
R lil:..&@m.ﬁm AT uﬂ.ﬂﬁtﬂm 4T “U...m_Lm:_”_m AT
i e e oz e m miz s Z st
e TR ' g e = N A
SETE THOEN 1532 PETZE  TE0NY LeRy e B THATGEY ISEI CEHed TS 15
FEDS il U0Ts s oS o DY F LSy -
o 25 i 1330 rmn..mm_whmmm mmm:mm_ Fm.ﬁm , FED5 s0u UDTiasp Enmmaﬁﬂm ﬂm_”_h..uw_o_ﬂa nm

TELESE 1o [ETAER (] oY




% Missourt Department of Health and Senlor Services
= 1,0, Box 570, Jefferson Cily, MO 65102.0570  Phone; 673-761-6400  FAX: 673-751-6010

3 RELAY MISSOURI for Hearlng and Speech Impalred 1-800-735-29668 VOICE 1-800-735-2466 !
’3»_, v & Gall Vasteriing Joramlah W, {Jay} Nixon
40 gerio® Director Govetnes

Missouri Deparfment of Health snd Senior Services Breath Alecohol Program

SIMULATOR CALIBRATION REPORT

This is to certify that the simulator listed below has been examined and tested using

standards traccable to the National Institute of Standards and Technology (NIST) in

accordance to the standards set by the Rules of Missouri Department of Health and
Senior Services, 19 CSR 25-30,

SIMULATOR INFORMATION

Agency: HAZELWOOD PD
Serial Numbey; SD2742 .
Manufacturers - Guth

Model Nunmber: 10-4D

CALIBRATION RESULTS

Reference Simulator
Tomperature Temperature
33.96 340
‘This calibration was performed with
NIST-Traccable Thermometer SN; 093752
This simulator was tested by: RWW
This testing was performed: 11/09/2015
This certification expires: 11/09/2016

= e
Signature of certifying DIISS 2 J%ﬁ{wwg
Scientist: / <L) T

Name of certifying DHSS Scientist: Elfen Strawsine
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